A suction cone to prevent spillage during hydatid surgery.
A safe and reliable suction cone is described which has an important place in the surgical treatment of hydatid cysts and has been successfully used in 42 cases. This device may also have a role in the surgical treatment of huge malignant ovarian cysts.